In current study we present a data to understand the impact of dilution factor on ELISA results. We used cerebral spinal fluid (CSF) and plasma samples from both Amyotrophic Lateral Sclerosis patients as well as controls. As CSF is in direct contact to brain, hence it may be used to understand the inflammation in case of degenerative diseases. Some of the studies in last 3 decades describe the lower concentration of proteins in CSF. 8, 9 However, due to low concentration of protein in CSF the ELISA the quality of CSF in terms of sensitivity for protein concentration cannot be neglected. Low protein concentrations certainly make CSF assay more sensitive in diagnosing the disease onset. 9, 10 We also used plasma to analyse protein concentration in addition CSF due to increased protein levels. 11, 12 Both CSF and plasma have been studied extensively in brain related disorders [11] [12] [13] [14] [15] and proved to be an dependable source for use in diagnosis ofbrain disorders.
Methods

Subject recruitment
All the ALS (n = 17 for CSF, n = 40 for plasma) patients were recruited from Out Patient Department of Neurology, PGIMER, Chandigarh, INDIA between 2011 to 2013. All the patients were diagnosed for ALS after confirming the El Escorial criteria and Functional Rating Scoring (FRS). Informed consent was obtained from patients before taking sample. The study was approved by institute ethical committee. Below is the table for inclusion and exclusion criteria for the patients of study.
Introduction
ELISA assay is one of the reliable and efficient techniques in the field of immunology. Working of antigen antibody affinity exploits the natural properties of antibody binding and quantify the results on the basis of color emission from the reaction solution. This technique finds its application in detecting the protein levels in almost all available biological tissues ranging from plasma, serum, tissue homogenates to culture studies. However, what makes this technique reliable is the steps involved in carrying out the experiment. Optimum concentration of target protein and antibody makes up an important parameter for obtaining better results. In 1977, a group from Atlanta, Georgia US came up with a standard protocol for quantifying ELISA. 1 Standard curve is an essence of every ELISA experiment. It helps in determining the true concentration of target protein in different samples. Several studies have claimed that even minimal errors in standard curve can impact the experimental outcome. 2, 3 Although the result for protein titre values depend on standard curves, however, the quality of standard curve is dependent on dilution.
Dilution is a vital parameter for ELISA experiment which in turn determines the values of detection range for antibody and target antigen concentrations. Even the standard curves which are plotted in every ELISA run has a varying sets of results indicating that same type of ELISA experiment with respect to standard curve done at different time points give different results. 4, 5 Depending on dilution the normal method of interpreting a result is through Optical Density (OD) obtained at different concentrations of standard. This OD to dilution correlation is determined by the hyperbolic curve function. More the linearity more is the stronger correlation between the OD and AbSTRACT background: Enzyme Linked Immunosorbent Assay (ELISA) is very sensitive assay which provides quantitative data about expression of antigens. However, its utility is based on certain parameters which vary in the experimental situations. Purpose: We aimed to analyse the dilution factor as an important parameter for determining the sensitivity of ELISA in human samples. Methods: Total of n = 57 ALS patients and n = 48 normal controls were selected for the study. All the patients were recruited from, Department for Neurology and Anaesthesia, PGIMER. Blood and CSF sample was collected and ELISA run was performed in both plasma and blood sample. ELISA of OPTN and TDP-43 was employed to check the respective protein concentration in CSF and Plasma. Results: There was no significant difference which was reported for Plasma as well as CSF values of TDP-43 and OPTN. Dilution test prior to actual experiment made a significant impact in deciding the actual concentration of sample and led to overshootingbeyond range of reference protein.
Conclusion:
Negative results from our study highlights the significance of determining the dilution factor as an important parameter for conduct of ELISA.
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Extra ocular involvement
TDP-43 and OPTN analysis
According to existing literature, wildtype OPTN is believed to have a role in reducing the apoptosis in neuronal cells by moderating TDP-43 levels. 16, 17 ELISA assay was performed to quantify the levels of TDP-43 and OPTN in CSF as well as TDP-43 in Plasma. ELISA assay was carried out as per manufacturer's protocol (Blue gene Elisa Kit).
Plasma isolation
8.0 mL blood was collected in an Ethylenediaminetetraacetate (EDTA) tube and kept at room temperature for ~2-3 hrs. Upper yellowish portion was collected and layered on equal volume of Histopaque. After centrifugation at 1800 rpm for 30 mins, plasma was collected in separate vial and stored in -80 0 C until used.
Dilution factors in different assays
Undiluted samples were used in case of both CSF and plasma ELISA assay. Both TDP-43 and OPTN proteins were quantified in CSF and plasma. However, in case of plasma, prior to ELISA, a limited 8 well ELISA based dilution factor test was run for 0X, 10X, 100X and 500X plasma samples so that the best dilution factor could be obtained for the entire experiment. Based on obtained values undiluted concentration of plasma samples were used.
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Results
TDP-43 in CSF and Plasma
The standard range varies from -0.001 to 0.10115 (in TDP-43 CSF), 0.0055 to 0.0525 (in TDP-43 plasma) for variations in concentration between 0 ng/ml to 25 ng/ml (TDP-43 in CSF and palsma). Based on above equations the concentration was computed for 18 ALS patients in case of CSF and 40 in case of plasma. It has been observed that most of concentration values fall outside the standard range and this may be due to absence of dilution factor (Figure 3a, b, c, d ).
Boxplot for control and ALS patient given in figure (4) for TDP-43, shows that the data is not normally distributed for control as well as ALS (in both cases it is negatively skewed).
OPTN in CSF
Similarly, in case of OPTN in CSF the standard range varies from -1.1945 to 0.126 for variations in concentration between 0 ng/ml to10 ng/ml. A cubic trend fits well to the values of 
ANNALS R E S A R T I C L E
A AN NN NA AL LS S RES ARTICLE Based on this equation the concentration was computed for 17 ALS patients v/s 16 controls.
Similarly, it was observed that most of concentration values again fall outside the standard range and this may be due to absence of dilution factor (Figure 7a, b) . Boxplot for control and ALS patient given in figure (5) shows that the data is not normaly distributed for control as well as ALS. Figure 8 .
The ALS and Control groups were compared using Mann Whitney-U statistics and the results are presented in Table 2 .
discussion
Current study describes the failure of experiment conducted to analyse protein concentration of TDP-43 and OPTN through
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ELISA in CSF and plasma samples of ALS patients and highlights the importance of dilution as an important parameter to estimate the protein titers in CSF and Plasma both of which are considered to be sensitive tests for determining protein concentrations. Figures 1, 2 shows the value for standard curve which corresponds to 0.980 and 0.923. These results conform with previous study which describes the value for linear regression coefficient to be near 0.98. 7 Graphs from figure 3a, b, c, d and 7a, b show the position of actual values for test and control samples and value of standard recombinant protein of TDP-43 and OPTN in both CSF and plasma. A difference can easily be made between the value range of both sample and standard. Since our values were beyond the range of standard hence, we applied non parametric Mann Whitney test to analyse the normal distribution of TDP-43 and OPTN levels in bot CSF and plasma of ALS and control. [18] [19] [20] [21] [22] [23] [24] [25] Thus the negative results in current study validates the earlier studies which supports the use of dilution as an important parameter to analyse the protein concentration of unknown target protein, [26] [27] [28] [29] contrary to few studies which report the values of ELISA assay with undiluted samples in case of CSF. 30, 31 Our result is in continuation with the studies which describe the role of different time intervalsin plating a standard for ELISA which may end up in different results. [4] [5] [6] Dilution factor before ELISA is a crucial step before final anaysis. A dilution assay informs the amount of actual concentration that should be taken from sample to conduct an experiment. In current study, absence of dilution assay (in case of CSF experiments) and critical analysis of dilution (in case of Plasma experiment) led to inconclusive results. In Table  3 we present a result of dilution assay done for plasma sample prior to ELISA set up. Here, OD against 0X dilution of sample corresponds to a range beyond 10 ng/ml of standard. However, if carefully analysed, OD value ranging between dilution factor 0X to 10X could be an actual choice of dilution. Hence, if the experiment would have been conducted at 5X dilution which lies between 0X and 10X, values should have fallen within the range of standard.
Owing to the dilution factor, these parameter make up the vital part of any ELISA experiment. Without optimum values for dilution, highly sensitive results for protein concentration cannot be achieved. In order to achieve valid results one has to keep an essential high alert check as if standardization of dilution goes wrong values are going to offshoot beyond the detectable range of standard. 
